Comparison of the mastoid to vertex and mastoid to high forehead electrode arrays in recording auditory evoked potentials.
The ipsilateral mastoid to vertex and ipsilateral mastoid to high forehead electrode arrays were found to have equal efficacy in recording the auditory brain stem and middle latency responses in both open and closed filtered conditions. It is concluded that the ipsilateral mastoid to high forehead electrode array is a valid clinic alternative for use in evoked response testing.